: CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory @ﬂ
I hereby certify that these documents are a true and correct copy of the
periodic maintenance® for the Intoxilyzer 5000 Serial Number

(¥-003303 {#;’g,)maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety fora quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404.A3,

for a 0.080AC solution are 0.070AC to 0.090AC.

Date: 5//€705 Call 0-078 AC Cal2 0.07& AC

Datei [0S  Call 5.0FF AC Cal2 0.074¢g AC

Date: VA Cal 1 AC Cal2 AC

Between the dates of 5/,!{7&5‘ and b /605

the instrument was operating properly and accurately.

The instrument was taken out of service for repair on 4/ b/o5
The instrument was retumned to serviceon  A/AF

M%
Irene Doran
{{ .f?r/ M 1‘9 r

ADPS QAS Permit # QAS 29586

L

SUBSCRIBED AND SWORN to before me this & , day of
:-Tt-:f = 20 ps—

OFFICIAL SEAL
RLINDA ROMERO =
OTARY PUBLIC-ARMZONA—

&/ PIMA COUNTY _
My Comm. Exp. March 30, 2009 Notary Public

i T

=M

*Includes documents specified in A.A.C. R9-14-404.A.6

Pursuant to-section 28-1327, Arizona Revised Stamues, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.



- EXHIBIT Q j:%?é
3

THIS REPORT PREPARED PURIUANT TO DUTY IMPOSED BY
A.B.C. RI-14-404(2)

ARTZONA DEPARTMENT OF HEALTH SERVICES

STENDARD  QUALITY ASSURANCE PROCEDURES r$K
INTOXILYZER ‘MODEL 5000% \

AGENCY  Tucson Police @A SPECIALIST _}:f/(d/?{_f.ﬂ D{"/ﬁf"? #%/@5.??/
[Priont Nam=)

INTOXILYZER SERIAL 4 &W’ﬂﬁﬁﬁﬁjﬂﬁ&) LOCATION ;j_/%

s i ; e
DATE duUne. (> 38 2605 TiuEe /O%D
“E
Pisplay reads “READY TO STARTY or “PUSH BUTTON TO START
TEST.

DIAGNOSTIC TESTS
i DVM Test check. Setting should be between .200 and
-600. Mode selection switch 52 on, S1 and 53 ch ar
v/g’ keyboard menu selection “H". Reading is " ﬂwJ
Display Test check: Mode selecticgn switch 81 on snd §72
and 53 off or keyboard menu selsctiocn “v".
p// Printer Test check. Mode selection switech 81, 52, 53
off or keyboard menn selection Mp*.
// Clock time check. Mode selection switeh 510 on or
keyboard menu selectiem “EY:
W Date check. Mode selection switch 511 on or keyboard

menu sslecticon “E”

L

DPERATIONAL TESTS

?é Bleohel free subject Test result 0. 800 AC
Error racogniticon logic system functioning
Invalid test printed
WV Proper sample receognition system

Invalid sample printed
Deficient sample prlnted“f
N/& Completeness of sample purge with collection tubeg*#*
Callbratlnn standard 0. 08D AC

Results: ?'q,é't_,‘at- s D?’E‘A‘ﬁ-—" L
YES R

Instrument gperating prop=*1y and accurately.

COMMENTS

Faatil | ¥l
SIGNATURE _W&. /@‘W‘;—_

0. 8/A  alcohol concentration standard collected for subsequent
analysis. **

*WITH OR WITHOUT VAPOR EECIRCULATION AND WITH OR WITHOUT KEYIEOQARD
**THIS STEP IS ONLY REQUIRED IF THIS DEVICE IS BEING USED FOR
SAMPLE CAPTURE.

DHS/DSLS/Form C117 (Rev. 7-93)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified dup[u,a.h: of the information contained in computer
storage devices of the Tucson Police Depariment,
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Pursuant 1o section 28-1327, Arizona Revised Stanutes, this document is a certified duplicate of the information contained in computer

storage devices of the Tucson Police Department,
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Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer

storzge devices of the Tacson Police Department.
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INVALID TEST i |
SAMPLE INTRanicE # |
O0UCED -
AT IMFROFPER "rmE. /fﬂ .
|
i |

| = — = —
.
BUBJECT S NARSE
INE FIAST -'H% ] SETALMEAT LOCAlCN
| 4033
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| = o

|
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- -

-L_ 1B 18BE oy Chal INC. o

S—]

Bursiant 10 section 28-1327, Arizona Revized Stanutes, this document is a certified dupiicats of the information contained .in compuier

storage devices of the Tucson Polics Depanment.




EXHIBIT P P

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.ALC. RE-14-404 [H)

ARTIONAE DEPRRTMENT OF HEALTH SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MOQDEL 5000%

S5TANDARD CALIBRATION CHECK PROCEDURE &T‘

Agency Tucson Police Department Date éﬂéﬁ/@fﬂ Time fﬂ;ﬁﬁ
Intoxilyzer Serial & f:?{/*",f?ﬂ’%%% /?_?L/ff,\ Location ;;/fzﬁ

. e 7‘ i f’%f =5
QA Specialist A @ﬁ,ﬁﬁ e - BJ/

(Print Nams)

[ 5 1. Pour a standard alechol 'solution of known walus ints a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.

Standard value: 0. OFD AC

i uf; 2. Turn on the simulator and allow the temperaturs tao
reach 34°C+.2°%¢.

{ w7) 3. Set Intoxilyzer mode selection in the ACA mode by

switching mode selection switch #9 on or selecting “C”
cn keybeoard menu.
{ v

[T

. Attach simulator te the simulator entrance port on the
) Intoxilyzer.
(v S. Intoxilyzer 5000 display reads "“READY TO START" or
“PFUSH BOTTOHN™.
{Vflf - Push Start Test button or press enter on keyboard.

&
A Insert card in response to display.
(v« 8. BAir blank completed.
(v w9 Calibration check completed.
Test results 0. 079 L 0. .0FE AC
(v ¥ 10. Air blank completed. 1
{ v~ 11. When display reads Teést Complete remove evidence card.
Attach the card to the completed checklist.
{ ) 12. Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter

on k oard.
SIGNATURE /(9*91.1-%
v

*WITHE OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT EEYBOARD

DHS/DSLS/Form Cll6 {(Rev. T7-93)

Pursuant to section 28-1327, Arzona Revised Statutes, this document is a certified duplicate of the infoemation contained in computer
storage devices of the Tucson Police Department.
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Pursuant to section 28-1327, Arizona Revised Stanutes, this document is a certified duplicate of the information contained in computer

storage devices of the Tucson Police Department.
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TUCSON POLICE DEPARTMENT
CRIME LABORATORY

INTOXILYZER SERVICE RECORD

Date: GJ | 3 : 2.005
ons —— T2rryg Galleass  288¢7
A = J

[ntoxilyzer Senal Number: (0 “’/ "OO N3 ‘[7{# {':52:0

Reason For Service: TD&J[C + ﬁ‘h‘\_,‘-ﬁ dnré. fh{,arv'ec?[
[3/45/05 browakt 4 /ab by
Sat- heotood.  Clmaed b civrect

dtde and Tiwe. °

Date Out of Service: f,’ﬂ/(ﬂé? Q'f‘

Calibrauon Check completed prior to removal from service

Date: Jém,%pﬁf

SQAP completed prior to removal from service

Date: é’/@/ﬂr _ér:_z{

Corrective Action: [ Sent to Applied Electronics

Pursuant o section 28-1327, Arizana Revised Swaneres, this document is a cerzified duplicate of the information contaipzd in
computer storage devices of tha Tucsan Police Department.



